Experiences with Filshie clip sterilization.
Between June 1980 and April 1986 796 cases of female sterilization were performed in a private clinic in Malaysia using Mark IVa and Mark VI Filshie clips. There was one failure. Technical failure, surgical difficulties and complications were minimal.